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Submitted By

Specimen Description

Services/Tests Performed: FELASA Annual Serology - hamster (1-4)

Serologic evaluation for antibodies to: Clostridium piliforme, LCMV, Sendai 

 
Summary:   All test results were negative. 

IDEXX BioAnalytics Case # 10410-2020 Received:  4/7/2020

Completed:  4/14/2020

Darren Chan

Chinese University of Hong Kong

Laboratory Animal Services Center

Room 103, LASEC, CUHK

Shatin, CN-HK

China

Phone:  852-3943-6042

Fax:  852-2603-5723

Email:  B103455@cuhk.edu.hk

Species:  hamster

Description:  Opti-Spot; Opti-Spot strip(s)

Number of Specimens/Animals:  4

Building/Facility:  LASEC

Area:  4/F

Client ID Room # Species

E9-420 420 hamster

E10-420 420 hamster

E11-420 420 hamster

E12-420 420 hamster

If you have questions, please call our toll free number at 1-800-669-0825 or e-mail us at IdexxBioAnalytics@idexx.com.
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SEROLOGY SUMMARY
 

Legend:   + = positive   - = negative   blank = test not performed   EQ = equivocal   HE = hemolysis precluded testing   I = insufficient   W = weak

positive   WB = Western Blot confirmatory analysis pending   NS = non-specific reactivity   N = normal IgG   L = less than normal IgG 

E9-420 E10-420 E11-420 E12-420

LCMV - - - -

Sendai - - - -

Clostridium piliforme - - - -

Hamster IgG N N N N
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